Objective. To determine the effect of corneal cross-linking (CXL) on the anterior and posterior corneal indices in terms of their repeatability and change as measured with Pentacam. Methods. Thirty eyes of 30 patients with progressive keratoconus undergoing CXL were enrolled. At each visit (pre-CXL, 6 and 12 months after CXL), imaging were done twice, one hour apart to determine the repeatability index (RI) and intra-class correlation coefficient (ICC). For same session measurements, we computed the intra-session repeatability. We also calculated 4 measures of change by subtracting baseline from 1-year results and determined the repeatability of measures of change.
Introduction
Corneal cross-linking (CXL) is an effective therapeutic approach to halt corneal steepening and thinning in keratoconus patients [1, 2] . The effectiveness of different protocols of this procedure has been shown in multiple studies examining results of clinical examinations and changes in important corneal indices such as pachymetry and keratometry [3, 4] . Among
Romanian Society of Ophthalmology © 2019
accelerated CXL methods, the protocol applying 18mW/ cm2 for 5 minutes has shown variable effectiveness results in different studies. Some studies have reported a decrease in maximum keratometry (Kmax) after CXL [5, 6] , while some suggest they tend to remain stable [3, 7] . Similarly, some studies suggest that corneal thickness (CT) decreases after CXL [3, 5] , while CT increase [6] and stability [7] have been reported as well.
Among diagnostic modalities, Pentacam (Oculus Optikgerate GmbH, Germany), which utilizes Scheimpflug imaging technology, is capable of analyzing the anterior and posterior cornea separately and is commonly used in clinical settings. Several studies have been conducted to examine the repeatability of anterior [8] and posterior [9] keratometry, corneal thickness [10] and aberrations [9] in keratoconus patients; some studies have found the repeatability acceptable [10] , and some suggest it is acceptable only for mild keratoconus (with Kmax < 55.0D) [8] . Although the repeatability of measurements with this device after CXL has been examined and reported [9] , the repeatability of measurements has not been compared between keratoconus patients and the post-CXL groups. To determine the potential effect of CXL on Pentacam repeatability, it is necessary to evaluate a patient group before and after CXL. The present study was conducted with this objective. Results should help us get a better understanding of CXL-related effects on the repeatability and precision of the device, and they can serve as a guide for clinicians to evaluate treatment effectiveness.
Methods
This prospective study was conducted in 2015 at the Keratoconus Clinic of Noor Eye Hospital in Tehran and approved by the Institutional Review Board of Noor Ophthalmology Research Center. The study adhered to the Helsinki Declaration at all stages, and all participants signed a written informed consent. Thirty eyes of 30 patients with progressive keratoconus (at least one diopter (D) increase in maximum keratometry (Kmax), manifest cylinder, or manifest refraction spherical equivalent, and loss of at least 2 lines of corrected distance visual acuity over the past 12 months), aged 15-35 years, Kmax < 55.0D, and minimum corneal thickness (MCT) > 400 μm with no history of eye surgery were enrolled in the study. We selected patients with keratoconus grade I to III based on Pentacam indexes, the index of surface variance (30≤ISV≤90), and the keratoconus index (1.07≤KI≤1.25) [11] .
The CXL procedure
After administering local anesthesia using proparacaine hydrochloride 0.5% eye drops, the central 9mm of the corneal epithelium was manually removed. After removing the lid speculum, riboflavin 0.1% drop in 20% dextran (Streuli Pharmaceuticals, Uznach, Switzerland) was instilled on the corneal surface every 3 minutes for half an hour. After anterior chamber saturation with riboflavin, irradiation was performed using CCL 365 (PESCHKE Meditrade GmbH, Waldshut-Tiengen, Germany) at an intensity of 18mW/ cm 2 . During irradiation, riboflavin instillation was repeated every 3 minutes. At the end of this step, the corneal surface was rinsed with sterile balanced saline solution, a soft bandage contact lens (Night & Day, Ciba Vision, Duluth, GA, USA) was placed on the cornea, and levofloxacin eye drops were instilled. The post-CXL regimen included levofloxacin eye drop four times daily, betamethasone 0.1%, and Hypromellose preservative free artificial tears as required. Patients were examined on days 1 and 3 after CXL. The lens was removed after observing epithelial healing. After removing the lens, levofloxacin was discontinued and betamethasone was continued for 1 week, 4 times a day. If the epithelial healing was not complete, daily visits continued until complete re-epithelialization was observed. There was no complication during or after CXL.
Measurement protocol
All examinations were performed between 9 am and noon. In addition to routine ophthalmic examinations and measurements of visual acuity and refraction, all patients were examined with Pentacam HR (Oculus, Inc., Lynnwood, WA; software version6.03r19, data management version1.18r08). Imaging was repeated, if necessary, until the image status was stated as OK. Before the test, patients were asked to blink several times. The second acquisition at each session was done at a one-hour interval. The same technician performed all imaging at baseline, and at 6 and 12 months after CXL.
Of 
Statistical analysis
To evaluate the repeatability of the measurements, the intra-class correlation coefficient (ICC), and the repeatability index (RI) were calculated for paired measurements of each of the three visits (intra-session repeatability). To calculate RI, the standard deviation of the subject (Sw) was multiplied by 2.77. Lower values of this index indicated better repeatability due to less test-retest variation [12] . To evaluate the effect of CXL on the repeatability of the measurements, the RIs were compared using repeated measures analysis of variance (ANOVA).
Using the baseline and 1-year results, we also calculated 4 measures of change for each index and compared them using repeated measures ANOVA. We also determined their ICC and RI to test their repeatability, as well as the standard deviations of the RIs to illustrate their variations.
Results
The mean age of the participants was 23.5 ± 3.9 (range, 15 to 30) years and 60% were male. Table 1 summarizes the first and second measurement at each session before and after CXL. There was no significant difference between baseline, 6-month post-CXL, and 12-month post-CXL values of RI for anterior Kmax-3mm (P=0.609), anterior Kmin-3mm (P=0.548), Kmax-8mm (P=0.860), posterior Kmax-3mm (P=0.717), posterior Kmin-3mm (P=0.548), Qvalue (P=0.890), CCT (P=0.751), MCT (P=0.787), or ACD (P=0.760). The ICC was also more than 0.9 for all these indices. As presented in Table 2 , there was no significant difference between baseline, 6-month post-CXL, and 12-month post-CXL values of RI for keratoconus indices (all P > 0.05), and the repeatability of the indices was higher than 0.9, except for pre-CXL and 6-month follow up IHA (P=0.8). Table 3 summarizes the measures of change at one year after CXL. Using the two baseline measurements and the two 12-month repeated measurements, 4 measures of change were calculated. Repeated measures ANOVA showed no statistically significant difference between the measures of change for each index (all P > 0.05). Although lower compared to intrasession values, the ICC for all measures of change for keratoconus indices was above 0.75, with the exception of IHA, which was 0.573 (medium repeatability). The ICC values for changes in anterior Kmax-3mm, Kmin-3mm, Kmax-8 mm, and Q-value were 0.864, 0.786, 0.856, and 0.883, respectively. However, for changes in posterior indices, Kmax-3mm and Kmin-3mm, ICC values were even lower (0.546 and 0.643, respectively).
Intra-session measurements

Measures of change
The ICC values for changes in CCT, MCT, and ACD were 0.758, 0.804, and 0.748, respectively. As presented in Table 3 , the standard deviations of the RIs were almost equal to their respective RI. In other words, there was high variation in the repeatability of the measures of change. 
Discussion
Accurate measurements of keratometry and corneal thickness is essential in keratoconus management and the evaluation of CXL effectiveness [13, 14] . To date, several studies have been done on the reliability of various Pentacam indices in keratoconus patients [8, 10, 15] and even after CXL [16, 17] . However, the effect of CXL on the repeatability of Pentacam measurements has not been studied yet. The purpose of our study was to determine whether corneal changes after CXL affect the repeatability of Pentacam measurements of keratometry, corneal thickness, and keratoconus indexes. Baseline and post-CXL ICC values for all indices were above 0.9, but much lower for the measures of change. Similarly, the RI values of the measures of changes were lower compared to intra-session RI of each index.
ICC or test-retest reliability reflects the variation of measurements made under similar conditions over a short period of time. Lack of device calibration, low device quality, erroneous measurement methods, and technician inexperience can lead to reduced ICC. For this reason, in our study, the same technician performed all baseline and post-CXL measurements to eliminate the effect of operator's experience and keep the focus on the precision of the device and the effect of CXL on this precision. An ICC above 0.9 was indicative of excellent device reliability [18] for the anterior and posterior corneal indices. In other words, the repeatability of posterior keratometry after CXL was comparative to anterior keratometry and similarly reliable. Labiris et al. [17] also reported ICC values above 0.9 for posterior elevation indices in KCN and post-CXL groups. In the study by Sideroudi et al. [9] , the repeatability of K1, K2, and Q-value of the anterior cornea in keratoconus and post-CXL cases was greater than 0.9. A strength of our study was that we compared the reliability of KCN and post-CXL longitudinally in the same group before and after CXL. Results indicated that CXL does not significantly affect the repeatability of Pentacam measurements. The lower ICC seen with the four measures of change can be due to variations in the response to CXL. In this regard, the repeatability values of the measures of change in posterior indices were much lower than anterior indices.
Although the limited sample size of this study reduced the power of comparative tests, the design of the study (i.e. before-after) allowed an intra-individual comparison of the repeatability of the indices. Therefore, despite changes in the cornea after CXL, the repeatability values of the measured indices with Pentacam were not affected by this procedure, and they did Romanian Society of Ophthalmology © 2019 not differ from baseline values. However, the high variance of the IRs calculated for the measures of changes indicated that inter-study differences should be interpreted with caution and the repeatability of measures of change should be taken into consideration. This is especially important for systematic reviews because inter-study differences are partly due to differences in treatment response and partly due to low repeatability of measures of change.
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